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Shedding light on spectrophotometry:  

The SpecUP educational spectrophotometer

Students often regard laboratory instruments as ‘black boxes’ which generate results, without understanding 

their principles of operation. This lack of understanding is a concern because the correct interpretation of 

analytical results and the limitations thereof is invariably based on an understanding of the mechanism 

of measurement. Moreover, a number of tertiary institutions in Africa have very limited resources and 

access to laboratory equipment, including that related to the field of photonics, which prevents students 

from acquiring hands-on practical experience. We address both of these challenges by describing how 

students can assemble a novel, low-cost spectrophotometer, called the SpecUP, which can then be 

used in a range of experiments. The same kind of information can be generated as that obtained with 

costly commercial spectrophotometers (albeit of a lower quality). With the SpecUP, students also have 

the opportunity to vary instrumental parameters and to observe the effects these changes have on their 

experimental results, allowing for enquiry-based learning of spectroscopic principles. The results obtained 

for some chemistry-related spectrophotometric experiments are described for each of the two operational 

modes of the SpecUP, although the instrument can be applied in fields ranging from physics to biochemistry. 

Introduction
Spectroscopy forms an integral part of many undergraduate courses, in fields ranging from chemistry to physics to 
biochemistry. Spectrophotometers are therefore widely used in the practical portion of these courses. Problems in 
this regard arise with an increase in student numbers at tertiary institutions, especially if this increase is combined 
with a limited budget for capital equipment, which leads to students typically having to work in large groups 
during practical sessions or, at worst, to students merely observing a demonstrated experiment. Technology has 
progressed such that the variation of instrumental components within modern equipment has become largely 
electronically controlled, which has prevented students from obtaining hands-on knowledge relating to the 
operating principles of modern equipment. 

Therefore, we designed and developed a spectrophotometer which would afford students the opportunity to 
discover and understand the concepts of spectrophotometry. The most important requirements for the final design 
included: that the instrument could be provided to universities as a kit containing components to be assembled by 
the students; that the settings of the components of the instrument could be manually varied by the student; that 
the instrument be sufficiently rugged to withstand repeated use; that the instrument generate experimental data 
of sufficiently good quality to be used in spectroscopy-related applied experiments; that building the electronic 
component of the instrument should not be the focus of the experiment; and, finally, that the cost of the instrument 
be significantly lower than that of commercially available instruments. 

The concept of a ‘build your own’ spectrophotometer was based on a publication by Tavener and Thomas-Oates1, 
which involved the use of a light emitting diode (LED) with a prism in front of a slit as a light source, and a 
light-dependent resistor (LDR) as a detector. The construction and accompanying electronics of their design are 
simple enough to allow for cost-effective assembly of the instrument, which made it a suitable starting point for 
the development of our design. However, their spectrophotometer does not allow for the movement of individual 
components, therefore we decided to modify the design to meet this requirement as well as to remove the focus 
from the construction of the electronic component of the instrument. Other spectrophotometer designs reported 
in the literature were far more complicated, especially with regard to the electronics, and were therefore not 
considered further.2 

A first prototype was made in order to assess whether useful experimental results could be obtained from a 
spectrophotometer of very simple and cheap design, and to establish the components required, the spacing thereof 
and the size of the resulting instrument. The prototype was constructed largely out of black cardboard with plastic 
components (such as the lens, sample cell and slider mechanisms) (Figure 1). A LDR was placed behind the 
cuvette as a detector and the LED light source was built into an electric circuit based on that of Tavener and 
Thomas-Oates1, as shown in Figure 2. The circuit contained a plug for the LEDs in order to allow for interchange 
of different coloured components. Encouragingly, useable results for a number of experiments were obtained with 
this model, including the generation of absorption spectra. The configuration of a more robust final prototype was 
then decided on, which led to the construction of the novel SpecUP. 
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Figure 1: The first spectrophotometer prototype: (a) schematic layout of the optical plate and (b) an overhead view 

and (c) side view of the optical set-up.
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Design of the SpecUP

The SpecUP consists of either a white or coloured LED as the light 

source, a lens to focus the light, a diffraction grating with a slit which 

serves as a monochromator when a coloured LED is not used, and a 

LDR as detector (Figures 3 and 4). These components are mounted on 

a retractable bar consisting of three parts that can move independently: 

the LED on the first part, the lens and grating on the second, and the 

slit, cuvette holder and LDR on the third. The printed electronic circuit 

(Figure 2) equipped with 9 V batteries is used to supply the LED with 

power and to convert the resistance of the LDR to a voltage in the 1 V 

range. To measure the voltage, a low-cost commercial multimeter 

is used. 

The SpecUP must be kept in the dark during operation because stray light 
can significantly influence the results. We therefore designed a tent-like 
cover of thick black cloth to fit over the SpecUP. The cover is light-tight 
and easily transportable and has a clear plastic window which allows for 
the viewing of experiments and can be covered with a flap (Figure 5).

The components of the SpecUP can be packed into a box of approximately 
500 mm × 200 mm × 200 mm. Students could be responsible for 
assembling the SpecUP as part of their experimental report. 

The estimated cost of the components is less than R500, which is 
significantly lower than the cost of commercial instruments, which are 
in the order of R30 000. The cost of many of the individual components 
of the SpecUP would in fact be reduced if purchased in bulk to prepare 
more spectrophotometer kits. 
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Figure 2: The electronic circuit diagram for the spectrophotometer, used for both the first prototype and the SpecUP (based on Tavener and Thomas-Oates1).

LED

LED

Lens grating 

Lens grating 

10-125 mm

400 mm 290 mm

50-160 mm

Side view

Top view

110-240 mm

100 mm 340 mm 30 mm 20 mm

Fully extended: 800 mm

Fully contracted: 540 mm

70- 200 mm

Cuvette LDR

Cuvette LDR

Figure 3: Schematic diagram of the (a) overhead view and (b) side view of the SpecUP.
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Figure 5: Housing of the spectrophotometer: (a) a black tent-like cover 

maintains the SpecUP in darkness during operation and 

(b) a clear plastic window enables the spectrophotometer 

components to be viewed.

Operation of the SpecUP
The SpecUP can be operated in two modes, which differ in the light 

source employed and the consequent requirement of incorporating a 

diffraction grating or not. Both modes are briefly described here and 

examples of experimental results achieved in each mode are provided. 

Mode 1

In the first mode, no diffraction grating is needed. The colour of the sample 
or standard solution is judged by eye and a LED of complementary 
colour is used. The sample holder is lowered (or the long threaded rod 
is replaced with a shorter one) until the slit is directly in the path of 
the LED beam. The two parts of the retractable bar are shifted relative 
to each other until the light is focused at the slit. The cuvette is rinsed 
thoroughly and is then filled with distilled water (or another solvent if 
appropriate) and is placed in the cuvette holder. The SpecUP cover is 
placed carefully over the SpecUP and the bottom flaps are folded flat to 
prevent light ingress. The voltage (V

solvent
) is measured, followed by the 

voltages obtained when the cuvette is sequentially filled with a range 
of suitable standard solutions of the coloured compound of interest in 
known concentrations. The voltage of a sample of the same compound 
of an unknown concentration is then recorded. In each case, correction 
is made for V

dark
, which is the voltage reading obtained when the LED 

is off. The results obtained from the standard solutions are used to 
construct a calibration curve, and the concentration of the unknown 
sample is determined from the equation of the regression line for the 
linear region of the curve obtained for more dilute solutions. 

An example of a simple experiment based on using the SpecUP in 
Mode 1 is the determination of the linear range of absorbance versus 
concentration for aqueous solutions of food colourants, which may serve 
as a practical introduction to spectroscopy and to the Beer–Lambert Law. 
A LED of a complementary colour to the food colourant is used (e.g. a 
red LED is used for green food colourant solutions). Voltage readings are 
used to calculate the transmittance of the solutions by Equation 1 (where 
P

sample
 and P

solvent
 are the power of the light after it has passed through 

the sample and solvent, respectively); transmittance is then converted to 
absorbance using Equation 2.

T = = 
P sample V sample – V dark

P solvent V solvent – V dark  Equation 1

A = –logT Equation 2

Examples of the absorbance values obtained for sequentially diluted 
solutions are shown in Figure 6. It is evident that excellent linearity was 
achieved at lower colourant concentrations (between 0 and 7 drops of 
colourant per 100 mL water).
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Figure 4: Components of the SpecUP spectrophotometer: (a) printed circuit board with batteries, (b) LED light source, (c) lens and diffraction grating, (d) slit 

and sample holder with sample, (e) adjustment of the slit position and (f) light separation at the slit. (g) Side view of the SpecUP.
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Figure 6: Absorbance values obtained for aqueous solutions of green 

food colourant using a red LED and the SpecUP in Mode 1: (a) 

linear and non-linear regions and (b) linear response obtained 

for lower colourant concentrations.

The SpecUP operated in Mode 1 with a blue LED was also successfully 
employed in the determination of the reaction kinetics of the iodine clock 
reaction (not reported on here). 

Mode 2

In the second mode, the diffraction grating is used together with a white 
LED. The height of the sample holder is changed until the first light on 
either one of the edges of the diffraction spectrum barely shines through 
the slit (refer to Figure 4f). V

solvent
 followed by V

sample
 are recorded and 

are corrected for V
dark

. The nut on top of the sample holder (visible in 
Figure 4d) is loosened and the wingnut underneath the sample holder is 
turned through 360° so that a particular colour of light shines through 
the slit. The voltage of both the solvent and sample is measured for the 
new slit position, in order to determine the absorbance. This process is 
repeated until light on the far side of the spectrum barely shines through 
the slit. In order to calibrate the slit, the number of wingnut turns to reach 
various colours is noted and a calibration curve of wavelength (being 
the mean wavelength of the particular colour) versus number of turns 
is constructed (Figure 6). This calibration curve is then used to convert 
the number of wingnut turns (the independent variable) to wavelength. 
It is acknowledged that there is not a linear relationship between these 
variables; however, this simple, rough approximation provides useable 
results over the narrow range of angles employed, as is evident from 
Figure 7.

The SpecUP was operated in Mode 2 in order to obtain the absorbance 
spectrum of a solution of potassium permanganate. The absorbance of 
the solution for each wingnut position was obtained in the same manner 
as that described for Mode 1, but a white LED was used in conjunction 
with the diffraction grating. The spectrum of absorbance versus 
wavelength (Figure 8) was plotted after the number of wingnut turns had 
been converted to wavelength by means of a calibration graph such as 

that shown in Figure 7. The experiment was repeated three times in order 
to assess the repeatability of the method and its precision. From Figure 8 
it is clear that the results achieved with the SpecUP were comparable 
to that obtained by a commercial instrument, although some of the fine 
spectral structure was lacking. The maximum absorbance wavelength 
can be determined from the SpecUP experiment, and used to determine 
the concentration of potassium permanganate in solutions of unknown 
concentrations by comparison of their absorbance values with those 
of standard solutions. The repeatability was also very good despite the 
rudimentary wingnut approximation employed.
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Figure 7: Calibration curve for wavelength as a function of the number 

of half turns of the cuvette sample holder wingnut obtained by 

using the SpecUP in Mode 2.

0.45

0.4

0.35

0.3

0.25

0.2

0.15

0.1

0.05

0
430 480 530 580 630

A
bs

or
ba

nc
e

Wavelength (nm)

Average absorption 
with standard deviation

First repetition

Second repetition

Third repetition

Commercial 
spectrophotometer

Figure 8: Comparison among the absorbance spectra of an aqueous 

potassium permanganate solution obtained using the SpecUP 

in Mode 2 (three replicates) and a commercial spectrophotom-

eter, showing the spectral detail and repeatability obtained.

Conclusion
The SpecUP is not intended to be an accurate analytical instrument 
but an educational spectrophotometer. However, the sensitivity of the 
SpecUP is good enough to determine concentrations to within a few per 
cent. An absorbance spectrum of a potassium permanganate solution 
could be obtained which resembled that acquired with a commercial 
instrument; however, the finer spectral details could not be resolved. 
Modifications could be made to the SpecUP to enhance the experimental 
data which it can produce, such as improving the quality of the optical 
components employed.

A limitation of the SpecUP is that the path length of incident light through 
the sample varies with changes in the cuvette height. As the height of the 
sample holder is increased, the path length of the light also increases, 
which, according to the Beer–Lambert Law, increases the absorbance. 
Students should be encouraged to discover this effect and could suggest 
means of compensating for it as part of their experiments.
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It is recommended that experimental methods include sections relating 
to the effect of changing experimental parameters (such as lens and 
sample positions) on the experimental results obtained, in order to fully 
utilise this important functionality of the SpecUP. The SpecUP enables 
students to probe topics such as accuracy, precision, resolution, 
sensitivity and selectivity. These variables, as well as possible sources 
of experimental error and the limitations of each experiment, should be 
addressed by students in their laboratory reports. 

The illustrative experiments which were included do not require the use 
of expensive or toxic chemicals. Additional experiments which could be 
performed using the SpecUP include the determination of metal ions 
in water based on the formation of coloured metal complexes,3 the 
investigation of reaction rates (such as the iodine clock reaction) and the 
determination of the end points of colourimetric titrations.4

The SpecUP spectrophotometer which has been developed is novel, 
simple and cheap to construct. In addition, the configuration allows 
for the movement of many of the components, which enhances the 
opportunity for students to follow the enquiry-based learning principle 
in discovering the effects of changing parameters on their experimental 
results. The open design of the instrument and the tent-like cover 
with a transparent window, allow students to get a real hands-on 
experience of spectrophotometry and thereby to better understand the 
principles involved.

The cost of the SpecUP is approximately R500, whilst commercial 
spectrophotometers cost ~R30 000. It is therefore believed that by 
utilising the SpecUP in undergraduate laboratories, universities could 
afford to have more instruments than if commercial spectrophotometers 
were employed. Students would thus have much more of a hands-on 
practical experience, which would aid their understanding of spectro-
photometry and hopefully encourage them to engage in photonics-
related research in the future.
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