Figure S1. Calibration curves obtained for size-based separations of PS standards and toluene using an Acquity UPLC C18 column (bottom curve) and an Acquity UPLC HILIC column (top curve). Dimensions of both columns: 150mm×4.6 mm i.d. Mobile phase THF. Ambient temperature.