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ABSTRACT: The analysis of corrosion inhibitors in the presence
and absence of an oil matrix is reported using electrospray
ionization (ESI) and desorption electrospray ionization (DESI),
hyphenated with miniaturized high-ﬁeld asymmetric waveform ion
mobility spectrometry (FAIMS) and mass spectrometry (MS). The
target analytes were successfully ionized in solution by ESI and
directly from steel surfaces using DESI ambient ionization at levels
≥0.0004% w/w (4 ppm) in oil. Diﬀerences in the mass spectral
proﬁles observed for the additive/oil mixture are attributed to
diﬀerences between the ESI and DESI ionization processes. The use
of FAIMS improved selectivity for ESI generated analyte ions
through reduction in the chemical noise resulting from the oil
matrix. DESI enabled the direct, rapid, native state interrogation of
oil samples on steel surfaces without sample pretreatment, and the hyphenation of DESI with the miniaturized FAIMS enhanced
the relative analyte responses of the surface-active corrosion inhibitors.

C

showing very low limits of detection (<100 ppb).11 Desorption
electrospray ionization (DESI) is an ambient ionization method
that uses an electrospray-generated solvent spray directed
toward a target surface to desorb and ionize molecular
analytes.12 This enables the rapid in situ analysis of compounds
from a sample surface with little or no sample preparation.
DESI-mass spectrometry (MS) has been used in a range of
applications for the analysis of molecules present on a variety of
surface materials such as polymers, paper, glass, and metal.13−17
We have previously reported the application of DESI-MS for
the quantitative determination of an oil antioxidant additive.18
Chromatographic separation prior to MS is typically used for
petrochemical analysis to simplify the data generated from
complex oil samples, and liquid chromatography, combined
with ESI and mass spectrometry, is a powerful method for the
quantitative determination of additives in oils.19 Ultrahigh
resolution and accurate mass instrumentation, such as Fourier
transform-ion cyclotron resonance-mass spectrometry,3,20−22
are widely used for characterization studies, although the
complex spectra and high levels of chemical noise resulting
from the oil matrix can mask the responses of additives.
Alternatively, multistage sample preparation techniques can be
used to fractionate or extract the additives from the oil prior to

hemical additives are blended into a wide range of
chemical feedstocks and products to enhance performance and mitigate adverse properties of the ﬂuid. Such additives
include detergents and dispersants, antioxidants, and friction
modiﬁers.1 A group of additives, described as surface active
compounds, act as corrosion inhibitors by binding to the metal
surface forming a protective layer between the metal and the
ﬂuid within the system, reducing the rate of oxidative
corrosion.1 One class of corrosion inhibitors are oil-soluble
quaternary amines.1,2
In the lubricating oil market, the mass spectrometric analysis
of additives from surfaces can provide information regarding
the age, composition, and degradation state of the formulation.3,4 A wide range of atmospheric pressure ionization
techniques, including atmospheric pressure photoionization,5,6
matrix assisted laser desorption ionization (MALDI),7 and
electrospray ionization (ESI),8 have been employed for
analytical studies of oil samples. Direct ambient ionization
techniques allow for the rapid native state interrogation of
samples with minimal sample pretreatment. This can increase
sample throughput and reduce the requirement for sample
preparation prior to analysis. The characterization of oil
samples by direct ambient ionization-mass spectrometry has
been demonstrated using easy ambient sonic-spray ionization9
and venturi easy ambient sonic-spray ionization.10 Paper spray
ionization hyphenated with miniaturized mass spectrometry has
been reported for the direct quantitative analysis of quaternary
ammonium corrosion inhibitors present in a pump oil matrix,
© 2016 American Chemical Society
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analysis.19 However, chromatographic and sample preparation
procedures are time-consuming compared to direct ambient
ionization techniques such as DESI. In addition, the in situ
nature of DESI has the potential to determine the location of
additives, such as the surface-active corrosion inhibitors, on
tribological components to determine the additive activity and
distribution.
Ion mobility spectrometry (IMS) and high-ﬁeld asymmetric
waveform ion mobility spectrometry (FAIMS), also known as
diﬀerential mobility spectrometry, can be used to separate ions
rapidly in the gas phase.23,24 In drift tube IMS, ions are
separated in the presence of a weak electric ﬁeld on the basis of
collision cross section (CCS), which is related to the size and
shape of the ion. In FAIMS, ion transmission is determined by
diﬀerences in ion mobility in the presence of alternating low
and high electric ﬁelds, which is dependent on the CCS and
chemical characteristics of the ions. Hyphenation of IMS or
FAIMS with MS therefore provides a rapid postionization
separation of gaseous ions by diﬀerential ion mobility and massto-charge ratio, making the combined technique suitable for use
with ambient ionization methods such as DESI.25−27 The use of
IMS with MS for the analysis of oils has been reported for the
study of chemically related compounds within oils, oil
characterization, and petroleomics.28−30 FAIMS has been
applied to the analysis of a wide range of analytes including
proteins,31,32 biological samples,33,34 and pharmaceutical
impurities.35 The application of FAIMS-MS to the analysis of
oils has been demonstrated for the characterization of
naphthenic acids and the study of crude oil mixtures.36,37 The
hyphenation of DESI with IMS-MS has been used for the direct
analysis of native surface substrates, with little or no sample
preparation, showing improved sensitivity for targeted analytes
compared to DESI-MS alone. The combination of DESI with
diﬀerential mobility spectrometry and MS has been reported
for the analysis of pharmaceuticals and the imaging of biological
tissues.38,39
In this paper, we demonstrate the hyphenation of ESI and
DESI with FAIMS-MS using a miniaturized FAIMS device for
the targeted analysis of surface active corrosion inhibitors in the
presence of an oil matrix. The corrosion inhibitors were
analyzed in solution by ESI and directly from steel surfaces
using DESI ambient ionization.

Figure 1. Structures of the benzyldimethylalkylammonium surface
active corrosion inhibitor oil additive compounds.

and 213 μg/mL (3), which corresponds to 1.83 μg (1), 1.98 μg
(2), and 2.13 μg (3) on spot (10 μL spot).
The oil/additive mixture was prepared by making stock
solutions of the corrosion inhibitor additives: 37 μg/mL (1), 40
μg/mL (2), and 43 μg/mL (3) in 50:50 MeOH/toluene. The
stock solutions (10 μL) were spiked into 100 mg of group 1
base oil, and the solvent left evaporated to yield an oil/additive
mixture with the additives present in the oil matrix at
∼0.0004% w/w (equivalent to 4 ppm), which was used for
both ESI and DESI analyses. The oil/additive mixture was
diluted 1/200 in 50:50 MeOH/toluene for direct infusion ESI
analysis, giving a ﬁnal concentration of 1.9 ng/mL (1), 2.0 ng/
mL (2), 2.1 ng/mL (3), and 0.5 mg/mL group 1 base oil. For
DESI analyses, the oil/additive mixture (5 mg) was deposited
neat onto an earthed steel coupon (cold rolled, grade 1008
1010, polished) so that the additives were present on the
surface at 19, 20, and 22 ng/spot for compounds 1, 2, and 3,
respectively, corresponding to 0.33, 0.35, and 0.39 ng/mm2 for
a typical 57 mm2 oil spot. An oil blank was prepared for DESI
analysis by depositing 5 mg of unspiked oil on the metal
surface.
Instrumental Parameters. The analysis of the corrosion
inhibitor and oil samples was carried out using an Agilent 6230
time-of-ﬂight mass spectrometer (Agilent Technologies, Santa
Clara, USA) ﬁtted with either a modiﬁed JetStream ESI source
or an in-house constructed DESI source, which is described in
detail below. The mass spectrometer was operated in positive
ion mode. A prototype miniaturized, chip-based FAIMS device
(Owlstone Limited, Cambridge, UK) was located between the
spray shield and the transfer inlet capillary of the mass
spectrometer as shown in Figure 2.31 Nitrogen gas (99.5%
purity) was used for all gas ﬂows including the carrier gas for
the FAIMS chip. The samples were introduced into the source
using direct infusion (10 μL/min) for ESI-MS and analyzed
using the following experimental conditions: drying gas, 10 L/
min at 100 °C; sheath gas, 12 L/min at 150 °C; nebulizer gas,
30 psig; capillary voltage, 3.5 kV; nozzle voltage, 2 kV;
fragmentor voltage, 175 V.
DESI Source Construction and Instrumental Parameters. An in-house constructed DESI source was ﬁtted to the
inlet region of the Agilent 6230 TOF mass spectrometer as
shown in Figure 2b, to enable hyphenation of DESI with
FAIMS-MS. The Agilent JetStream ESI source housing was
removed from the mass spectrometer, and the electrospray
nebulizer was extracted. The nebulizer was then mounted in the
ion source region of the instrument at an angle of ∼55° to the
DESI target surface, so that the tip was ∼5 mm from the mass
spectrometer inlet and ∼2 mm from the target surface (Figure
2b). An external power supply (Brandenburg voltage supply)
provided ESI voltages in the range of 0−2500 V. The target
surface was mounted on an x,y manipulator positioned under
the tip of the nebulizer at the mass spectrometer inlet. Sample
spots were analyzed in positive ion mode using the following
experimental conditions: drying gas, 7 L/min at 150 °C;
nebulizer gas, 30 psig; nebulizer voltage, 1.5 kV; capillary

■

EXPERIMENTAL SECTION
Reagents and Chemicals. Methanol (HPLC grade) was
purchased from Fisher Scientiﬁc (Loughborough, UK), and
toluene (HPLC grade) was purchased from Sigma-Aldrich
(Gillingham, UK). Toluene and methanol solvents are both
toxic by inhalation and therefore should be handled in a well
ventilated environment. The quaternary amine corrosion
inhibitor standards, benzyldimethyldodecylammonium chloride
(1), benzyldimethyltetradecylammonium chloride (2), and
benzyldimethylhexadecylammonium chloride (3), were purchased from Sigma-Aldrich (Gillingham, UK) and were 99%,
97%, and cationic detergent grade, respectively. The structures
are shown in Figure 1. A group 1 base oil was supplied by
Castrol (Pangbourne, UK) for the analysis.
Sample Preparation. The additive standards were
prepared as equimolar mixtures in 50:50 MeOH/toluene.
The additives were directly infused into the ESI source at a
concentration of 183 ng/mL (1), 198 ng/mL (2), and 213 ng/
mL (3). For DESI analyses, the additives were present in
solution at a concentration of 183 μg/mL (1), 198 μg/mL (2),
2454

DOI: 10.1021/acs.analchem.5b04595
Anal. Chem. 2016, 88, 2453−2458

Article

Analytical Chemistry

Figure 2. Schematic diagram of the TOF-MS interfaced with the
miniaturized chip-based FAIMS using (a) the standard ESI source
conﬁguration and (b) the in-house constructed DESI source.

Figure 3. Mass spectrometry analysis of a mixture of corrosion
inhibitor additives using (a) ESI (183−213 ng/mL in MeOH/toluene
(50:50)) and (b) DESI (1.83−2.13 μg on spot).

voltage, 3.5 kV; fragmentor voltage, 175 V; electrospray ﬂow of
50:50 MeOH/toluene at 5 μL/min.
FAIMS Instrumental Parameters. The prototype miniaturized chip-based FAIMS device (Owlstone Ltd., Cambridge), located at the mass spectrometer inlet, has been
described elsewhere24,31 and consists of multiple planar
electrode channels, each with a 100 μm gap and an electrode
length of 700 μm. An asymmetric waveform dispersion ﬁeld
(DF) was supplied to the device through the modiﬁed source
housing. The DF (in the range of 190−320 Td) was applied to
the FAIMS chip using an approximate low to high ﬁeld ratio of
2:1 at a 27 MHz frequency. Data were acquired, smoothed, and
processed using Mass Hunter Qualitative Analysis Version B
05.00.
Optimum FAIMS conditions for the selective transmission of
the corrosion inhibitors were determined by conducting
compensation ﬁeld (CF) scans from −2 to 5 Td CF at a
sweep rate of 0.5 Td/s, at DFs in the range of 190−320 at 10
Td intervals. The CF voltages (DF 250 Td) for optimum
transmission of the additives were determined to be 1.80 Td for
ESI and 1.55 Td for DESI.

generated strong responses for the quaternary ammonium
cations (C+) at m/z 304.30 (1), m/z 332.33 (2), and m/z
360.36 (3), as shown in Figure 3a. The standard mixture was
then spotted onto a steel surface; the solvent evaporated, and
the dry spot was analyzed by DESI using an in-house
constructed ion source. The resulting mass spectrum showed
the same ions as the ESI, demonstrating that DESI can be used
to successfully desorb and ionize these compounds from a
metal surface.
ESI-FAIMS-MS of Corrosion Inhibitors in Oil. The
corrosion inhibitors were spiked into a base oil at a
concentration of 0.0004% w/w (equivalent to 4 ppm) and
diluted in 50:50 MeOH/toluene (1:200) for analysis by ESIMS and ESI-FAIMS-MS. Initial experimentation using ESI-MS
was carried out to determine the additive responses without a
FAIMS separation. The resulting mass spectrum (Figure 4a)
shows the chemical proﬁle resulting from the oil matrix
generated by ESI. A typical mass spectral response for an oilbased sample is observed in the mass range m/z 200−500. The
ion at m/z 360.36 is assigned to the C+ ion of the additive
compound 3, but the additive ions for compounds 1 and 2 are
diﬃcult to distinguish from the chemical background resulting
from the matrix using ESI-MS alone (Figure 4a inset).
The application of FAIMS ion selection to the analysis of
complex mixtures has been shown to improve the relative
analyte responses through the selective transmission of target
ions and removal of background chemical noise.33−36 The oil/
additive mixture was therefore analyzed by ESI-FAIMS-MS to
optimize the parameters for the FAIMS-selected transmission
of the additive ions. The FAIMS transmission characteristics of
the corrosion inhibitor additives were investigated by stepping
the dispersion ﬁeld (DF) from 190 to 320 Td (at 10 Td
intervals) and scanning the compensation ﬁeld (CF) from −2
to 5 Td at each DF. The three additive ions had similar CF

■

RESULTS AND DISCUSSION
The analysis of the benzyldimethylalkylammonium surface
active corrosion inhibitor oil additives (Figure 1; 1−3) was
carried out using a time-of-ﬁght mass spectrometer ﬁtted with a
miniaturized FAIMS device combined with ESI and DESI
ionization sources. The additives were successfully ionized both
in solution by ESI and directly from steel surfaces using DESI
ambient ionization in the presence and absence of an oil matrix.
The potential of FAIMS for the targeted analysis of the surface
active compounds present in a complex oil matrix was evaluated
without chromatographic separation.
An equimolar mixture of the additives in MeOH/toluene
(50:50) was initially analyzed by ESI combined with MS, which
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the alkyl chain length making a smaller contribution to FAIMS
transmission. In contrast, other compounds present in the oil
with diﬀerent functionality and chain length may have
maximum transmission at higher or lower CFs, allowing
selectivity in the transmission of the additive ions. This is
illustrated for two ions from the oil matrix, at m/z 331 and m/z
381, also shown in the CF spectrum (Figure 5), which have
diﬀerent CFs for optimum transmission. This results in the
ﬁltering eﬀect of the FAIMS-selected transmission of target
ions and the suppression of matrix ion responses.
A CF of 1.80 Td was chosen as the optimum for the FAIMSselected simultaneous transmission of all three additives. Under
these conditions, the use of FAIMS resulted in a reduction in
the response associated with the oil matrix and a relative
enhancement in the compounds 1−3 ion responses (Figure
4b), which enabled the additive ions to be clearly observed in
the mass spectrum, with the compound 3 ion as the base peak.
This improved both the selectivity of the technique and also the
sensitivity; for example, there is a S/N improvement of 2.6 for
corrosion inhibitor 3 ion compared to ESI-MS alone. The
accurate mass of the C+ ion of compound 3 (m/z 360.3619) is
within 3.1 ppm of the expected mass, and the accurate masses
of the C+ ions of compound 1 (m/z 304.2997, 2.4 ppm) and 2
(332.3309, 2.5 ppm) are also close to the expected values.
DESI-FAIMS-MS of Corrosion Inhibitors in Oil. The use
of ESI requires that oil/additive mixtures are extracted from a
surface and diluted prior to analysis. In contrast, ambient
ionization techniques such as DESI allow the direct analysis of
analytes on surfaces. The desorption of oil/additive mixtures
directly from steel coupons by DESI-MS and DESI-FAIMS-MS
was therefore investigated using an in-house constructed DESI
ion source (Figure 2b). The DESI-MS analysis of the oil spiked
with the corrosion inhibitors without FAIMS selection is shown
in Figure 6a,b. The additive-containing oil was deposited neat
onto the steel coupon for DESI analysis, to mimic oil residues
on tribological surfaces. The sensitivity of DESI using the inhouse constructed source was signiﬁcantly lower than that
observed for ESI using the standard source. The concentration
of the corrosion inhibitors in the oil was the same for the DESI
and the ESI analyses (0.0004% w/w), but the oil was diluted
200-fold in methanol/toluene for ESI measurements, making
the DESI concentrations of the additives 200× higher. Signal
levels for DESI were ∼20 times less, making DESI ∼4000 times
less sensitive than ESI. The DESI spectrum also did not show
the characteristic oil proﬁle observed with ESI, which may be
because of the lower sensitivity and ambient nature of the DESI
ionization technique. The extraction/desorption process in
DESI is complex and depends on surface eﬀects, the rate of
transfer of compounds into the solvent ﬁlm on the target
surface, and the activity of the compounds at the liquid/air
interface.14 These, in turn, are determined by experimental
factors including compound solubility and diﬀusion coeﬃcient
in the electrospray solvent, the nebulizer voltage and geometry,
electrospray ﬂow rate, and temperature, all of which will impact
the observed DESI-MS response. A full understanding of the
various contributions requires further work to observe the eﬀect
of DESI experimental parameters on speciﬁc compound classes
present in oils.
The additive ions could not be conﬁdently distinguished
from the oil matrix by DESI-MS alone at a concentration of
0.0004% w/w (Figure 6a,b), as a consequence of the lower
sensitivity for DESI compared to ESI, so the analysis was
repeated using the in-house constructed DESI source

Figure 4. Analysis of an oil/additive mixture with corrosion inhibitor
additives 1−3 present at 4 ppm using (a) ESI-MS, showing an
expanded view of the baseline in the inset and (b) ESI-FAIMS-MS
(DF 250 Td; CF 1.8 Td).

Figure 5. Selected ion responses for the corrosion inhibitor additives
1−3 and oil matrix ions in the CF scan spectrum at DF 250 Td.

spectra (Figure 5), with maximum transmission CFs of 1.68,
1.75, and 1.80 Td for compounds 1, 2, and 3 ions, respectively,
at a DF of 250 Td. FAIMS separation is based on diﬀerences in
ion mobility at low and high electric ﬁelds resulting from the
interactions of ions with the FAIMS buﬀer gas and with water
and other small neutral molecules present at trace levels in the
FAIMS device, as well as other factors such as temperature, ion
structure, and conformation.24 The three inhibitors are all
quaternary amines, which would be expected to have similar
FAIMS characteristics and CFs for maximum transmission, with
2456
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pound 2, S/N 12; compound 3, S/N 16) as shown in Figure 6c.
The DESI-FAIMS-MS analysis of the unspiked base oil showed
no responses for the corrosion inhibitor ions. The combination
of DESI with FAIMS-MS therefore allows the additive ions,
which could not be conﬁdently identiﬁed without FAIMS
selection, to be detected in the oil. The concentration of the
corrosion inhibitors in the oil was 0.0004% w/w (equivalent to
4 ppm), which is below formulated levels (0.05−5% w/w), to
reﬂect concentrations in an aged oil sample. The sensitivity of
DESI is signiﬁcantly lower than ESI, but unlike ESI where the
sample must be extracted from the surface and diluted prior to
analysis, DESI allows direct desorption of the neat oil and
additives from tribological systems without extraction or
pretreatment. The DESI-FAIMS-MS method is demonstrated
to have suﬃcient sensitivity for the analytes of interest to be
detected in the presence of the oil matrix, at concentrations
more than one hundred times less than formulated levels, by
direct in situ desorption from the metal surface.

■

CONCLUDING REMARKS
This study demonstrates the application of FAIMS-MS,
combined with ESI and DESI ionization, to the targeted
analysis of additives present at low levels in an oil matrix, using
a series of surface active corrosion inhibitors as model
compounds. The analysis of oil/additive mixtures on steel
surfaces is the ﬁrst hyphenation of DESI with FAIMS-MS for
the direct analysis of oil additives without sample preparation.
FAIMS selection of target ions generated by ESI and DESI
enhanced the relative response of the additives by reducing the
chemical noise resulting from the oil matrix. Diﬀerences in the
oil matrix proﬁles observed for DESI and ESI are associated
with the ambient nature of DESI. FAIMS is well suited to direct
ambient ionization techniques, such as DESI, where preseparation of analytes in complex samples is not possible. The
FAIMS-selected transmission of the additive ions provided a
rapid postionization sample clean up method to enhance the
additive responses to a quantiﬁable level. The approach has
potential for wider application to the targeted and nontargeted
analysis of oils and additives and for the imaging of tribological
components to determine additive deposition and activity.

Figure 6. Analysis of an oil/additive mixture (5 mg oil with additives
1−3 in the range of 19−22 ng on spot) deposited on a metal surface
using (a) DESI-MS in the range of m/z 100−500, (b) DESI-MS
(expanded view), and (c) DESI-FAIMS-MS (DF 250 Td; CF 1.55
Td).

■

positioned just in front of the FAIMS chip, which was located
adjacent to the inlet capillary of the mass spectrometer (Figure
2b). The sample platform was held in line with the mass
spectrometer inlet, with the electrospray plume directed at the
sample and angled toward the inlet capillary, so that the ﬂow of
desorbed ions was directed toward the FAIMS chip. A DF of
250 Td determined in the ESI-FAIMS-MS analysis of the oil/
additive mixture was used for the DESI-FAIMS-MS analysis,
and a CF sweep of −2 to 5 Td (at 0.5 Td/s) was carried out.
Transmission of all three additives was achieved at a CF of 1.55
Td, and all further experimentation was carried out in static
mode, with the DF and CF voltages ﬁxed (DF 250 Td, CF 1.55
Td). The optimum CF for the transmission of the additives was
lower for DESI (1.55 Td) compared to ESI (1.80 Td). This is
attributed to the lower temperature of the FAIMS chip using
the open DESI source, which was at ambient temperature,
whereas the closed ESI source was heated by the sheath gas.
The source temperature inﬂuences the FAIMS chip temperature which will aﬀect the CF and, potentially, the DF.
Analysis of the oil/additive mixture by DESI-FAIMS-MS
generated an approximately 10-fold enhancement in the
additive responses relative to the oil matrix ions as a result of
FAIMS-selected transmission (compound 1, S/N 10; com-
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